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%, MISSOUR!I DEPARTMENT OF HEALTH OREATH ALCOHOL PROGRAL
A STATE PUBLIC HEALTH LABORATORY " N
CMI! INTOXILYZER 5000 MAINTENANCE REPORT Jur -3 2009

[N ]

Complete this report in duplicate at the time of the regular monthly preventive maintenang et R"d d‘Wﬁéhé{vL{'inSlrument
is repaired, Send copy to Department of Health; Retain original in deparlmenl fite.

DATE GF INSPECTION , .

#66005164 _ 06 /017 / 2009

TG OF INSPECTION

INTOXILYZER $300 SN

LOCATION OF INGTRUMENT (STREET AND CITY}
Bridgeton PD. 11955 Natural Bridge, Bridgeton, MO 6304k 0705

CHECKLIST ) B
Place a check (¥} o the feft of each ltem il found to be satisfactory or il operating within gstablished fimils, (Write in observed

vaiues where determined.) Unchecked ilems musi be correcled b?forr using inslrument.
DVYM TEST; (.350 £ .150) __ .235) oK X

(@ DIAGNOSTIC CHECK (PRINTOUT ATTACHED) - 0K ] -
(@ CHARACTER DISPLAY TEST __ 0K
@ PRINT TEST (PRINTOUT ATTAGHED) ok
@/TIME AND DATE 0K,

[ CALIBRATION CHECK —
Run three tests using a standard solution. All three tests must be within & 5% of the standard value and must

have a spread of .005 or less. Check the box corresponding to the standard solution being used. {USE CAL. CHECK
E) {(PRINTOUT ATTACHED)
0.100% STANDARD — MUST READ BETWEEN 0.085% AND 0,105% INCLUSIVE
O 0.040% STANDARD — MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ 04 TEST2 ™ 403 TESTS ™ 44y
BT SIMULATOR TEMPERATURE (34° % .2°C) 0K
[ PERFORNM RFI TEST (PRINTOUT ATTACHED) 0K

MNUMBEH OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF SUBJEGT BREATH TESTS IN EACH
BANGE AS FOLLOWS: (G NOT INCLUDE SIMULATOR TESTS)

REFUSALS 4  [0-04 .05-,09 10-14 1519 Over.19

List afy new parts.and describe any altaration or modification that was mada to restore the instrument to operate satisfactorlly and within
established limits {use other side if necessary).

salution Manuf.- Repco 8.100 / Solution Lot#! 08002 / Bottle #g
INSPECTING OFFICER

S1ENATURE . : PRINT NAME ‘
> /9\4’//, %%JJ% @ Sgt. N. Mercille#98

TYPE Il PEAMIT NUMBER/EXPIRATION DATE ' Lt . TELEPHONE NUIMBER

920075 , Explres 04/21/2010 (314) 739-7557

MO 580-1355 (0-04) AN EQUAL OPPORTUMITY/AFFIRMATIVE ACTION EMPLOTER | ' - LAB-64

/ Expires 10/

wovices provided on & nondiscrtminstory biss

oy
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REPCO MARKETING INC.

A101.188 STONYBROOK DRIVE
RALEIGH, N.C, 27604
919.876.8480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 08002
EXPIRATION DATE: October 13, 2010 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot
Number 08002 of Alcohol Certified Solution for simulators. Random
samples of said lot number were analyzed utilizing a gas chromatograph and
found to contain 01209 gms/dl wi/vol ethyl alcohol in aqueous solution (i.e.
ethanol). ‘

The alcohol and distilled water used in the solution were found to be
free of any interfering substance.

This solution will produce a vapor alcohol value of 0.100% -+/-3%
when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator,

The date of manufacture for this lot number is_ Qctober 14, 2008. The
expiration date for this lot number is October 13, 2010 at 11;59 p.m,

This document is a true representation of the original Certificate of

Analysis. é

Cecil B. Garner, President
RepCo Marking, Inc.

Form MO 01




06/02/2008 07:32 FAX 314 738 7535

R e I e

LT T TP IVE W)

BRIDGETON POLICE DEPT @002

P TP A s M LR L I ST T Y

' BRIDCETGN PD

INTOXILYZER — ALCOHOL ANALYZER

By [ HGDEL SHEG
. BBSEZS 206

DIAGNOSTIC TEST
FROM. CHECK  E73S, 23

. FAM CHECK
" TEMF. CHECK .
PROCESSOR CHECK
SYHC PULSE.
“XHE SPEED

HEG 3TABILITY

POS ETABILITY
REF RANGE

DIAGHOSTIC
FRINTER CHECK

8N BE-peET64

PASSED
PAS3ED
PASSED

FASEED
Pﬁﬁ ED
PASSEDR
PHSSED
FRZESED

FASRED

ABCDEFGHT IKLMNOPGRS TUWEYS

Eiz3456“39

-

ERIDGETUN FD
IHTORILYZER - ALCOROL ANALYZER

MO MODEL S6ee SN E66-BES1GH
BEs B2/ 2083

TEST XEAC TIVE
alk BLAHK - 594 g7t 11
CAL. CHECK . 1pd 62y 11
AT ELANK « Gty @2: 12
CAL. CHECK . 163 g7y |2
ALK RLANK - GO 8723 15
CAL. CHECK - 1@ @71 13
ALR BLANK . aen o113

W RFI PRESENT

"T WIS SIDE UR: THIS BOGE IN. FORM NUMBER 015070 .

THIS SIDE U, THIS EDGE IN, FORM NUMBER 016016 - *

S9.23
J? D TEOT

6= 99.164 -

ITED - PFI Co

£H_6B8-QE51R4 RN X e
EX35, 23 . et

ABCDEFGEH LIHKLMNOFERSTLN, El-.|‘<'“| ZE T
ARCOEFEHT IKLMNOP GRS TUVLMY 281 23456 284

‘t,

ﬂBCDEFGHIJKLHHOP@RSTUUUKYZBi23456789’dﬂ%abcde
] ol e ] = S L I NI el NN oy | )
ABCDER GH I F<L MO G
ABCDEFGHI JKLMNGPQRSTUL

ﬁBCDEFGHIJKLHNGPQRSTUUURYZG123456733'@ﬂ$abcde

. AODITONAL E3FORVAIN END/ORMRMARIE ¢ -+ "i | -

Pl e e T e
INFORIYZERP INSTRUMERT PRINJER CARD® - %) wlhew o [

twmmﬂmm°wsmumanpmumnmmo R

' ;u\ nen




v

06/02/2008 07:32 FAX 314 739 7338 BRIDGETON POLICE DEPT doo4

State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE |I

NEAL M MERCILLE

is hereby authorized to irstruct and supervlse operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

INTOXILYZER 5000

for the determination of the algoholic contant of blood from a sample of explred (alveolar)
air. 1ssued under the provisions of sections §77.020 through 677.041, RSMo 1986.

Yol § VWathamstn

Director of Stata Publi¢ Haglth Laboratory

oue _04/21/09
920075

Numb ’
. ,424w@6722m?gg

04/21/2011
* Explres

Dlrector, Dapariment of Health
MO 5800771 (1-48) Lab. 4 {A7-38)




